In the recent past, the antimicrobial applicability of tissue tolerable plasma (TTP) has been examined, and is increasing in importance. Many
Introduction
Physical plasmas have been used as an alternative method for sterilization in the medical field for more than a decade [1] , [2] . Recently, the applications of tissue tolerable plasma (TTP) on body surfaces have become more important, especially for the treatment of chronic wounds [3] , [4] , [5] . For medical use, different types of TTP can be selected; a review of plasma sources is described by Kong et al. [6] and Weltmann et al. [7] . Not only plasma jets but also dielectric barrier (DB) plasmas are suitable for wound treatment. SBDs are especially suitable for the treatment of larger surfaces, because the plasma is produced over the entire area. Plasma jets are suitable for treating punctiform areas and can be applied flexibly through tubes. The effectiveness of plasma sources can vary greatly. The number of application forms alone or options to modulate the output (e.g., parameters of frequency, voltage) of a plasma source provide a versatile range of plasma effects. There are also less obvious influences which modulate the effects. Even plasma sources with identical technical parameters can produce variable physicochemical effects on biological systems within the same series of trials. The cause may be variations of the temperature, altered production of radical species, or inconstant intensity of UV radiation. In order to obtain reliable test information about the efficacy of plasma sources, it would be helpful to have a simple screening test that documents the constancy and even distribution plasma on areas exposed to it. Microorganisms cultured on nutrient agar plates are the logical choice as the test object. To test the anti-biofilm activity of plasma, microorganisms must attach to surfaces and, under suitable conditions, develop into a biofilm. After treating the biofilm with plasma, the microorganisms are removed from the surfaces and put into suspension [8] ; however, this does not directly demonstrate the constancy and uniformity of plasma effects. The same is true of applying plasma to inhomogeneous surfaces such as wound tissue, where irregular effects may be attributed to the inhomogeneous structure of the surface. This article examines the suitability of the microorganism agar test (MAT) as a screening method for surface barrier discharged (SBD) plasma sources to determine the homo-geneity of their effects. The tests were carried out with two different SBD plasma sources.
Method Germ suspension
The bacterial strains used for the tests, Pseudomonas aeruginosa SG81 and Staphylococcus epidermidis RP62A, produce biofilms. Pseudomonas aeruginosa SG81 (P. aeruginosa) was isolated out of a technical water system and has been well characterized [9] . Staphylococcus epidermidis RP62A (S. epidermidis) is used by many researchers as a biofilm-producing reference strain [10] , [11] , [12] , [13] . A glass bead with attached bacteria of the test strain was transferred onto a blood agar plate (Columbia Agar + 5% sheep blood, bioMérieux, Nürtingen, Germany) under aseptic conditions to prepare the first subculture. This was incubated for 24 h at 37°C. From this, further subcultures were started on new blood agar plates and incubated for 24 h at 37°C. Afterwards, the grown colonies were rinsed off into a test tube and washed 3 times with phosphate buffered saline solution (PBS) by centrifugation at 2500 rpm for 15 min each time. Between the washing steps, the supernatant liquid was decanted. The remaining pellets were each resuspended in 10 ml of PBS. A serial dilution was prepared to yield an end concentration of the bacterial suspension of 10 5 colony forming units (CFU)/ml.
Test preparation
Petri dishes with diameters of 55 mm (TPP, Trasadingen, Switzerland) and 96 mm (Sarstedt, Nümbrecht, Germany) were prepared with CASO agar (Roth, Karlsruhe, Germany). Next, the prepared bacterial suspension was spread with a sterile cotton swab over the agar. A drying time of 30 min was maintained to provide uniformly dry agar plates for the subsequent plasma treatment. The plasma-treated bacteria were incubated for 24 h (P. aeruginosa) and 48 h (S. epidermidis) at 37°C.
Plasma treatment
Two different SBD electrodes were screened. Plasma source A had the following parameters: U PP = 4 kV, 30 kHz, pulsed 250 ms on-time, 750 ms off-time, argon gas flow 5 standard liters/min (slm). The parameters of plasma source B were: U PP = 3 kV, 40 kHz, pulsed 250 ms ontime, 750 ms off-time, argon gas flow 0.5 slm (both sources were developed by the Leibniz Institute for Plasma Science and Technology e.V. Greifswald, Germany). The plates were treated for 30 s, 60 s and 120 s by plasma source A, and for 60 s to 6 min by plasma source B. The distance between the electrodes and the agar was 2 mm. Before starting the argon plasma treatment, the treatment area was shielded to exclude influences from the environment and the space between the electrode and the agar surface was "rinsed" with argon for 1 min.
Results
The area of the agar plates treated by argon plasma source A (gas flow 5 slm) was approximately 12 cm 2 ( Figure 1 and Figure 2 ). Bacterial growth decreased with increased duration of plasma exposure. However, in the center of the treatment area, P. aeruginosa (Figure 1 ) and S. epidermidis (Figure 2 ) retained their ability to form colonies. Agar plates air treated (without gas flow) with plasma source A are shown in Figure 3 and Figure 4 . After 30 s of plasma treatment, distinct inactivation of P. aeruginosa ( Figure 3 ) and S. epidermidis (Figure 4 ) was observed. Viable bacteria were still visible in the upper right plasma treated area after 30 s of treatment. The edges on the right side of the plasma treated area appeared much more irregular. Figure 5 shows agar plates bearing cultures of P. aeruginosa and S. epidermidis treated with argon plasma from source B (gas flow 0.5 slm). The plasma-treated area was a circle of approximately 10 cm 2 . Both agar plates in Figure 5 were fully covered with biofilm growth. Agar plates with S. epidermidis and P. aeruginosa after an identical air plasma treatment (without gas flow) are shown in Figure 6 and Figure 7 . On the left, obvious bacterial growth on agar was evident, while only some colonies were visible on the agar plate on the right after identical durations of plasma treatment.
Discussion
The treatment of bacteria spread on culture medium is a simple test, often used to test the antimicrobial efficacy of plasma sources, for example in Pompl et al. [14] , Laroussi et al. [15] , Shimizu et al. [16] and Morfill et al. [17] . The MAT is also a practical means of obtaining information about the quality of the plasma treatment in terms of stability and homogeneity. An inactivation zone is visible inside the treated area ( Figure 1, Figure 2 , plasma source A), and becomes more distinct with longer treatment durations. However, a vital zone persists in the center of the treated area, independent of the length of plasma exposure. In contrast, this phenomenon is not visible in Figure 3 and Figure 4 despite the fact that the same plasma source (A) was used. Nevertheless, all figures show that the right edge of the treated area exhibits fringes. The difference between the two plasma applications was the carrier gas used: in Figure 1 and Figure 2 , the agar plates were treated with argon plasma and in Figure 3 and Figure 4 with air plasma. An influence of the ambient air on the argon plasma can be excluded, because the treatment was shielded. An irregular spread of the reactive "after glow" under the electrode area is postulated for the results shown in Figure 1 and Figure 2 . Additionally, comparing the two bacterial strains, it is apparent that S. epidermidis is less sensitive to argon plasma than is P. aeruginosa, because more colonies of the former were formed after the same treatment duration. Figure 5 shows P. aeruginosa and S. epidermidis after 6 min of plasma treatment by plasma source B. No inactivation was observable; the culture medium is fully covered with biofilm growth. The results of plasma source A, which showed an antimicrobial effect after just 30 s of plasma exposure, make it clear that the biological effect of a particular plasma type (here SBD) depends on the design and the input power per treated area of the source. An input power threshold value may exist for an antimicrobial effect of argon plasma. It is interesting that the different sensitivity of the two bacterial strains to argon plasma was not observable after treatment with air plasma (Figure 3 and Figure 4 ). The effect on P. aeruginosa is quite evident in Figure 6 and Figure 7 . The inactivation of that bacterial species is different in Figure 6 and Figure 7 , although they were subjected to the same treatment. Several identical plasma source B devices were available, so that two parallel plasma treatments of different dishes were possible. The results with S. epidermidis are not presented, because after 1 min of treatment with air plasma, no growth was visible. It is conceivable that S. epidermidis is more sensitive to air plasma than is P. aeruginosa. The results of our study showed that variations in antimicrobial efficacy could be caused by small differences in the design of a plasma application and even between two identical devices. For this reason, our laboratory intends to routinely perform the screening method MAT before testing special medical plasma applications. The MAT is useful for all plasma applications which are not restricted to demonstrating the antimicrobial effect of a particular source/device. Examples are treatments of liquids, biofilms, cell cultures, or surfaces. The light emission of the produced plasma is often only visually assessed. Not only ambient factors (i.e., room temperature, air humidity, oxygen content) can influence the uniformity of plasma efficacy, but also certain unidentified technical factors inherent in the equipment itself (i.e., the spread of "after glow") can play a role. In order to employ the MAT reliably, the microorganisms must be spread evenly over the agar plate; this prevents gross variations in microorganism density. The agar surface must be flat and horizontal to ensure a constant distance to the SBD electrode.
Conclusion
Pre-tests of the plasma source are advised to avoid misinterpretations; this is especially important for plasma sources which are still in the developmental stage. The MAT is a helpful tool to observe the quality and efficacy of SBD plasma sources. That screening method require at least 24 h to asses the quality of stability and homogeneity for using new plasma sources. 
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